AMENDMENT NO. 1 JANUARY 2018 
TO 
IS 10940 : 1984 SPECIFICATION FOR CASTRATOR 


(Page 1, clause 2, Fig. 1, Row 2, col 14 and col 15) — Substitute ‘20’ and 
‘8’ for ‘8’ and ‘20’ for dimension ‘N’ and ‘P’ for large size of Castrator, 
Bloodless. 
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